AMENDMENT NO. 1 DECEMBER 2021 
TO 


IS 13450 (PART 2/SEC 25) : 2018/IEC 60601-2-25 : 2011 
MEDICAL ELECTRICAL EQUIPMENT 


PART 2 PARTICULAR REQUIREMENTS FOR THE 
BASIC SAFETY AND ESSENTIAL PERFORMANCE 


SECTION 25 ELECTROCARDIOGRAPHS 


(Second cover page, paragraph 9) — Substitute the text beginning with ‘In 
this adopted standard’ and ending with ‘editions indicated’ with the following: 


‘The technical committee has reviewed the provisions of the following 
International Standards referred in this adopted standard and has decided that 
they are acceptable for use in conjunction with this standard:’ 


(Second and third cover page, informal table) — Substitute the following for 
the existing: 


International Standard Title 


IEC 60601-1-2 : 2007 Medical electrical equipment — Part 1- 2 : General 


requirements for safety — Collateral standard: 
Electromagnetic compatibility — Requirements 
and tests 


IEC 60601-2-2 : 2009 Medical Electrical Equipment — Part 2-2 
Particular requirement for the basic safety and 
essential performance of high frequency surgical 
equipment and high frequency surgical accessories 


(Second cover page, footnote) — Delete. 


(MHD 15) 
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